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The design and performance of a newly developed cluster jet target installation for hadron physics experiments are presented which, 
for the first time, is able to generate a hydrogen cluster jet beam with a target thickness of above 10^^ atoms/cm^ at a distance of 
two metres behind the cluster jet nozzle. The properties of the cluster beam and of individual clusters themselves are studied at this 
installation. Special emphasis is placed on measurements of the target beam density as a function of the relevant parameters as well 
as on the cluster beam profiles. By means of a time-of-flight setup, measurements of the velocity of single clusters and velocity 
distributions were possible. The complete installation, which meets the requirements of future internal fixed target experiments at 
storage rings, and the results of the systematic studies on hydrogen cluster jets are presented and discussed. 
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Internal target beam facilities at storage rings play an impor- 
tant role in atomic, nuclear, and particle physics. They allow for 
precision experiments in combination with high luminosities 
and low physical background. In contrast to standard fixed- 
target installations, where the beam hits a target only once, in 
storage ring experiments the accelerated beam particles traverse 
the target material after each round-trip, typically with a repeti- 
tion rate of 10^ - 10^ s"^ In order to make the best possible use 
of the stored beam the stationary target must be rather thin, i.e. 
typically only 10^^ - 10^^ nuclei/cm^ thick. This is particularly 
important if beams of rare particles, such as antiprotons, are 
used. In these cases the limited production rate should not be 
exceeded by the consumption rate. Further limitations of the 
interaction rate are introduced by the detector setup and the 
data acquisition system. Such a thin target can be realized by 
gas at rest, or beams of gas, clusters, or pellets. Depending 
on the experimental situation, at each passage through the 
interaction point only a fraction of the stored particles interacts 
with the target while the other projectiles remain in the beam. 
However, some beam losses will happen through scattering. 
Single scattering losses, where beam particles are kicked out 
of the acceptance in one collision, can be minimized by a 
large angular acceptance at the interaction point. By using 
beam cooling devices, such as electron or stochastic cooling, 
multiple scattering losses accumulated over many turns can 
be compensated. Depending on the conditions, the injected 
accelerator beam can be used for cycle times from minutes to 
hours. 



The luminosity L of an internal target experiment is given 
by the number of circulating beam particles A^c. the revolution 
frequency / of the stored particles, and the target thickness ^t- 



L = n,Ncf 



(1) 
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Typical values for these parameters in hadron physics experi- 
ments are about 10^^ - 10^^ circulating particles and an areal 
target thickness on the order of 10^^ - 10^^ atoms/cm^ |5 |. 

Although the requirements for the internal targets might 
diff'er from experiment to experiment, some of them are more 
general: The target thickness should be constant over time to 
avoid luminosity fluctuations in the data acquisition system. 
Furthermore the target material should show a homogeneous 
density distribution at the interaction point. It should be of 
highest purity in order to avoid background reactions originat- 
ing from unwanted target isotopes. The areal target thickness 
should be adjustable over a wide range in order to be able 
to match the requirements of the physics programme and the 
specific detection system. In the absence of vertex tracking 
detectors, the track and momentum reconstruction for ejectiles 
is aided by a precise knowledge of the interaction region. This 
commonly requires the geometrical target extension to be as 
small as possible with a sharp boundary between the target and 
the surrounding vacuum. The above mentioned requirements 
might, of course, be very challenging if a special element has 
to be used as a target material. 

In case of experiments where only a low target thickness, on 
the order of 10^^ atoms/cm^, is desired or needed (supersonic) 
gas jets, produced by the expansion of gases through fine 
nozzles into vacuum, are typically used. While, in principle, all 
gaseous target materials could be used and the target thickness 
would display no time structure, this type of target has the dis- 
advantage of generating a target beam with a large geometrical 
divergence. In addition, the spatial target density distribution is 
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nozzle diameter 


< 100 yum 


37 /im 


11 - 16 Jim 


11 -28yum 


gas temperature 


20 - 35 K 


15-40K 


22 - 35 K 


19-35K 


gas pressure 


1.4 bar 


< 8bar 


18 bar 


> 18 bar 


distance from nozzle 


0.325 m 


0.26 m 


0.65 m 


2.1m 


target thickness 


1.3 X 10^4 


> 2 X 10^4 


» 10^4 


> 10^5 cm-2 



Table 1: Comparison of the typical operation parameters and achieved target densities of different cluster jet targets. The densities observed with the Munster setup 
(right hand column) are obtained at a distance of more than two metres behind the nozzle. 



locally homogeneous, apart from the distinct structures caused 
by shock fronts in the immediate vicinity of the nozzle. One 
major disadvantage of this type of target is that the nozzle has 
to be placed close to the interaction point («: 1 m) if high target 
densities (> 10^^ atoms/cm^) are required. This commonly 
introduces a high gas load to the storage ring vacuum. 

On the other hand, if a high effective target thickness of up 
to 10^^ atoms/cm^ is desired, a pellet target |2| can be used. 
In this kind of target micrometer- size frozen spheres, with an 
individual target thickness on the order of e.g. 10^^ atoms /cm^, 
are generated from the target materials. The use of such mi- 
crospheres introduces a very distinct time structure in the target 
beam. The mean effective target thickness can be modified, 
either by varying the distance of the pellets, or by changing the 
pellet size. This leads to changes in the target thickness of up 
to an order of magnitude. Details about this type of target can 
be found in Ref. |6|. 

In contrast, cluster jet targets provide a freely adjustable 
target thickness of up to about 10^^ atoms /cm^ | 7 1 even at larger 
distances from the nozzle. They produce small nanoparticles 
from cooled gases or liquids via expansion in Laval-type noz- 
zles, by either condensation of the gas or by breaking up the 
liquid into a spray of tiny droplets. These clusters typically 
consist of 10^ - 10^ molecules ID [51 . Different to pellet 
targets, the random nature of the cluster production introduces a 
homogeneous spatial distribution and no distinct time structure. 
All gaseous target materials can be used for this kind of target. 
The cross-section of the cluster beam at the interaction point 
exhibits a well defined boundary so that the interaction region is 
well defined. This property has the important consequence that 
the beam can pass several metres through an ultra high vacuum 
with constant angular divergence defined by the orifices used 
for the cluster beam preparation. 

Future internal fixed-target experiments at storage rings re- 
quire predominantly high density hydrogen or deuterium targets 
as effective proton and deuteron/neutron beams. Due to their 
various advantages, cluster jet targets are well established in 
high precision experiments ||3l|4l[T0l. Typical operation param- 
eters of some of the targets used at the CELSIUS ring |JJ, at 
the Fermilab Antiproton Accumulator |3 1, and at COSY lilfTTIl 
are listed in Table [T] Due to the finite angular divergence of 
the cluster beam, the volume target density decreases quadrat- 
ically with the distance from the nozzle. At these experiments 
the distances between the cluster production nozzles and the 



interaction points range between 0.26 m and 0.65 m, resulting 
in hydrogen target densities of several 10^"^ atoms/cm^. Future 
facilities for hadron physics experiments will be typically 47i 
detectors, where the interaction point between the stored beam 
and the target beam is surrounded by onion-like layers of 
detectors embedded in a magnetic field, allowing a momentum 
reconstruction of the charged ejectiles. One prominent example 
of such an upcoming installation is the planned PANDA detec- 
tor at FAIR in Darmstadt |[T2l . The proposed detector concept 
requires that the target source must be mounted outside the coils 
of the magnet and its surrounding iron yoke, with the result 
that the distance from the nozzle to the interaction point will 
increase from around 0.5 m, as in current targets, to more than 
2 m. For cluster jet targets, this increase leads, for geometrical 
reasons, to a decrease in the target thickness by approximately 
one order of magnitude. Because of this effect, new studies on 
higher cluster jet target densities were started in Munster. We 
here present a newly developed cluster target device which, for 
the first time, is able to provide hydrogen cluster beam densities 
on the order of 10^^ atoms/cm^ at a distance of more than two 
metres from the nozzle. This achievement opens the way to 
use the broad advantages of cluster jet beams in future hadron 
physics experiments with large 47i detectors. 




Figure 1 : View of the complete setup, with the cluster source and its pumping 
system on the left, the scattering chamber with beam diagnostics in the middle, 
and the cluster beam dump on the right. 
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2. Experimental setup 

A complete target station was designed and built up which 
allows one to test improved cluster sources in a geometry 
which matches that of an internal storage ring experiment with 
a 47: detector. Since the dimensions of the future PANDA 
experiment are specified |12|, the distances relevant to this 
target station were used for the setup. In Fig. [T] a CAD view 
of the experimental setup is shown, with the cluster source 
and its pumping system on the left, a scattering chamber with 
beam diagnostics in the middle, and the cluster beam dump 
on the right. The distance of 2.1 m between the nozzle inside 
the cluster source and the centre of the scattering chamber 
is the same as the one planned for the PANDA experiment. 
Furthermore, the distance between the scattering chamber and 
the cluster beam dump also matches the one from PANDA. 
In this way the data obtained can be directly translated to the 
situation in the planned storage ring experiment. 

In the source the clusters are generated and the shape of the 
cluster jet is prepared. The cluster source consists of diff'erent 
vacuum chambers forming a diff'erential pumping system in 
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order to reduce the gas flow from the source into the interaction 
region. This is of great importance in an internal storage ring 
experiment in order to guarantee a low residual gas load on the 
accelerator beam line, as well as to minimize reactions with the 
background gas. The scattering chamber installed is equipped 
with a beam diagnostic system for the determination of target 
thickness and geometry. The attached cluster beam dump is 
designed to catch the cluster jet beam and to minimize the back 
flow of gas to the scattering chamber. In Fig. |2] the complete 
design of the vacuum system of the target setup is shown. The 
individual parts will be discussed in the following sections. A 
list of the most important pumps, and typical pressures ob- 
served during the experiments in the difl'erent pumping stages, 
is compiled in Table [2] For the investigations presented in 
this work, the main emphasis was placed on achieving highest 
target thicknesses and the measurement of the cluster beam 
properties. Thus, with exception of the skimmer and the colli- 
mator, the orifices connecting neighbouring vacuum chambers 
have been chosen rather generously in diameter in order to 
avoid hitting them when changing the cluster beam diameter 
through the use of diff'erent collimator sizes. Therefore, the 
vacuum conditions presented here are expected to be improved 
significantly when the cluster beam size is fixed and appropriate 
orifice diameters are chosen. 



Pumping stage 


Pumps 


Typical pressure 


Insulation 
vacuum chamber 


Turbo pump: 370 1/s 
(Leybold Turbovac 361) 


10-^mbar 


Skimmer 
chamber 


Roots pump: 3000 m^h 
(Leybold Ruvac RA3001) 
Roots pump: 2000 m^h 
(Leybold Ruvac WSL2001) 


8 X 10-2 mbar 


Collimator 
chamber 


Turbo pump: 2x900 1/s 
(Leybold Turbovac 1000 C) 


2x 10-4 mbar 


Cryopump stage 


Miinster type cryopump 


2x 10-^mbar 


Intermediate 
stage 


Turbo pump: 110 1/s 
(Leybold Turbovac 150) 


10-^ mbar 


Scattering 
chamber 


Turbo pump: 340 1/s 
(Leybold Turbovac 360) 


3 X 10-^ mbar 


1 St beam dump 


Miinster type cryopump 


6x 10-^ mbar 


2nd beam dump 


Turbo pump: 900 1/s 
(Leybold Turbovac 1000 C) 
Turbo pump: 370 1/s 
(Leybold Turbovac 361 C) 


7 X 10-^ mbar 


3rd beam dump 


Miinster type cryopump 


3 X 10-^ mbar 


4th beam dump 


Turbo pump: 900 1/s 
(Leybold Turbovac 1000 C) 


8 X 10-^ mbar 



Figure 2: The vacuum system of the Miinster cluster jet target setup. 



Table 2: Vacuum pumping system of the cluster jet target with pressures for 
operation at highest target thickness and therefore highest gas flow through the 
nozzle. 



3 



70 urn Jl^ 




1 L 8 




Figure 4: Cross-section of the copper Laval nozzle used. This was manufac- 
tured in the CERN workshop. 



More detailed investigations on the minimization of the 
residual gas flow to the scattering chamber are currently under 
evaluation [IS]. Apart from the standard way to suppress the 
gas background by reducing the orifice diameters between the 
vacuum chambers, there is also the possibility to use cluster 
beams with optimized cross-sections. At a given target thick- 
ness the flow rate of the cluster beam can be minimized by 
reducing the beam size transverse the direction of the ion or 
electron beam. Assuming an ion beam size of one millimetre 
and a cluster beam size of ten millimetres the gas flow can be 
reduced by almost one magnitude using a cluster beam with a 
rectangular cross-section of 1 mm x 10 mm instead of a circular 
one. This concept has been proposed before, e.g. for the UA6 
experiment at CERN using a polarized atomic beam target 1221 . 
and used successfully with a cluster jet target at the COSY- 
11 experiment |23|. First tests on this idea have been carried 
out at the cluster target installation by using specially shaped 
collimators produced by laser cutting. In Fig. [3] a microscopic 
view of such an orifice is shown with a size of 70 jim x 860 yum, 
resulting in a cluster beam with a length of ~ 13 mm in the ion 
beam direction and -1.5 mm perpendicular to it. 



Figure 5: Cross-section of the X-Y table used to move the skimmers. The edge- 
welded bellow separates the different vacuum stages in front and behind the 
skimmer. 

2.7. Cluster source 

The setup is optimized for PANDA at HESR where mostly 
hydrogen will be used as target material. The clusters are 
produced by the expansion of cooled hydrogen gas or liquid 
through a Laval nozzle into a vacuum chamber. The one 
used, which is illustrated in Fig. |4j was manufactured in the 
CERN workshop from copper and has a minimum diameter of 
approximately 28 jim. The hydrogen gas, with pressures of up 
to 20 bar, has to be purified in order to prevent clogging of the 
cold nozzle by frozen impurities. For this purpose a commercial 
purification system (Johnson-Matthey HE20) based on a palla- 
dium membrane is used. This achieves a purity level of 9.0, 
which allows for continuous operation over weeks without any 
blocking of the nozzle. In addition a micro filter with a pore size 
of 0.5 yum in the gas input line stops solid particles from entering 
the gas system. The gas is cooled by a dual stage Giff'ord- 
McMahon-type cold head (Leybold COOLPOWER 10 MD). 
The first stage has a cooling power of HOW at 80 K and the 
second stage 1 8 W at 20 K. With this device, and a 50 W heating 
cartridge, the temperature of the fluid directly before the nozzle 
can be adjusted by using a temperature controller (LakeShore 
Model 33 IS) in the operational region between 19 and 50 K. 
In order to minimize the heat transfer by heat conductance 
from the walls of the vacuum chamber (room temperature) to 
the two stages of the cold head, the new design of the cluster 
source embeds the cold head in a separate vacuum chamber 
(insulation vacuum chamber) which has no direct connection 
to the vacuum in the other chambers of the cluster source. 

The cold hydrogen passes the Laval nozzle, where the clus- 
ters are produced during the expansion of the fluid into an 
adjacent vacuum chamber, the skimmer chamber. Depending 
on the operational parameters, only a small fraction of the 
gas produces clusters. From this cluster jet a certain part, 
which depends on the experimental requirements, is selected 
by skimmers. Thus most of the gas flow through the nozzle, 
i.e. approximately up to 80mbar • 1/s hydrogen gas, has to be 
pumped away from this chamber. Since it was observed that 
vacuum pressures above ^ 10"^ mbar lead to a loss of target 
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Figure 6: View of the complete new cluster source and an expanded view of the 
main parts of the source. 

thickness fTTl, the pumping speed of the pumps used is chosen 
in order to match this requirement. Therefore, the two pumping 
systems shown in Fig. [2] each consisting of two roots and one 
rotary vane pump with a total pumping speed of 5000 m^/h, are 
used to evacuate this vacuum chamber. 

The clusters produced can be separated from the surrounding 
gas by using a trumpet- shaped skimmer with an opening diam- 
eter of the orifice of 0.5 mm (Beam Dynamics Incorporation). 
A second skimmer, the collimator, is mounted in an adjacent 
vacuum chamber. The collimator further reduces the residual 
gas flow into the accelerator and defines the shape and size 
of the cluster jet beam at the interaction point. For the data 
presented here, a collimator with a round orifice with an open- 
ing of 0.7 mm was used. Due to the limited gas conductance 
of the skimmer, the vacuum chamber where the collimator is 
located can be pumped by two turbomolecular pumps. Both the 
skimmer and the collimator are mounted on step-motor-driven 



Figure 7: Photograph of the cluster jet taken in the skimmer chamber. The 
clusters are produced in the nozzle which is situated to the right, outside of the 
range of the camera. Visible is the skimmer tip on the left together with the 
cluster jet, illuminated by a laser beam. At this stage the opening angle of the 
cluster jet beam is given by the nozzle geometry. 

X-Y tables displayed in Fig. |5] In this way it is possible to 
adjust them, e.g. for alignment purposes during operation, in 
both directions perpendicular to the cluster beam in steps of one 
micrometre with a maximum displacement of two millimetres 
with respect to the central axis of the setup. The complete setup 
is shown in Fig. [6] 

A motor-driven shutter (Fig. [6j "beam stop") is installed 
between the nozzle exit and the orifice of the first skimmer. This 
device allows one to stop the cluster jet beam completely in the 
skimmer stage on a sub-second time scale. Such a feature is of 
great importance for storage ring experiments where, for each 
cycle, the injection, acceleration and cooling of the ion beam 
are best done in the absence of a target stream. 

The region between the nozzle and the skimmer can be 
observed by a camera mounted outside the vacuum at an UHV 
vacuum window of the skimmer chamber (Fig. [6]). If the 
temperature and pressure of the incoming gas in front of the 
nozzle is chosen appropriately in a region where the hydrogen 
is liquid, the density can be as high that the jet is visible. An 
example of an image taken by this camera is shown in Fig. |7] 
The cluster jet, which is clearly visible in this photograph, is 
illuminated by an optically broadened laser beam (P < I mW). 
The vertical structures in the cluster beam are an artifact caused 
by the optical system. However, the clear horizontal structures 
in brightness of the jet correspond to density variations. It is 
important to note that the bright core inside the beam, which 
is a region of higher density, is not distributed symmetrically 
around the central axis of the nozzle but is directed towards the 
lower part of the picture. It was observed that the deflection 
angle of this core depends strongly on the temperature and the 
pressure of the fluid in front of the nozzle. At high temperatures 
and low pressures (e.g. p = 1 bar and T = 35K) the structures 
are almost uniform and symmetrically arranged whereas at 
highest jet densities, corresponding to low temperatures and 
high pressures (e.g. p = 17 bar and T = 25 K), both the 
deflection and the density structure are clearly visible. This 
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Figure 8: Beam dump of the target station based on the COSY- 11 design f4]. 

effect is currently under investigation and indicates potential 
for further improvements of the cluster beam density in the 
scattering chamber ifTSlfTBl . 

Between the collimator chamber and the beam pipe leading 
to the interaction point, two additional pumping stages, shown 
in Fig.[2j are installed in order to minimize further the gas flow 
from the source into the scattering chamber. The first chamber 
is equipped with a Miinster-type cryopump |4| and the next 
one with a single turbomolecular pump. At the exit of both 
chambers, a skimmer is inserted whose inner diameter is a few 
millimetres larger than the cluster beam at this position to avoid 
interference with the cluster beam. 

2.2. Beam line and cluster beam dump 

The produced clusters are transferred through a beam pipe 
with an inner diameter of 38 mm to the interaction region where 
the scattering chamber is placed. In the scattering chamber, the 
target thickness can be measured at a distance of 2. 1 m from the 
nozzle using a beam diagnostic system discussed in the next 
section. From this scattering chamber the clusters are trans- 
ferred to the cluster beam dump. The connecting beam pipe, 
with an inner diameter of 66 mm, is wider than that between 
the cluster source and the scattering chamber. The main design 
of the beam dump shown in Fig.[8]matches that from the former 
COSY- 1 1 experiment f?! located at the COSY accelerator of the 
Forschungszentrum Jiilich. This beam dump consists of four 
diff'erentially pumped vacuum stages equipped with pumps of 
diff'erent types. The first and third stages contain cryopumps of 
the Miinster type | 4 ], whereas the other two stages are equipped 
with turbomolecular pumps. The complete system is designed 
to minimize the back flow of the gas from the stopped clusters 
into the scattering chamber. This minimization of gas load to 
the scattering chamber is of special importance if the equipment 
is used as an internal target at a storage ring. At the final stage a 
detector system can be installed in order to measure the cluster 
velocity. This system is described in detail in the following 
section. 



Figure 9: Scattering chamber with movable rods used for the measurement of 
both the absolute target thickness and the target beam profiles. 



2.3. Beam diagnostics 

One of the most important parameters which characterizes 
the performance of an internal target is the target thickness, 
which can be expressed either as volume density p or as areal 
density nj. In order to measure the target thickness at the inter- 
action point ("PANDA geometry") a vacuum chamber shown 
in Fig. [9] was installed. In this scattering chamber a beam 
diagnostic system, consisting of two movable rods, can be used 
to determine the target thickness. The used rods have a diameter 
of one millimetre which is much smaller than the ten millimetre 
diameter of the cluster jet. Clusters colliding with these rods 
break up and generate a gas load, which increases the pressure 
in the vacuum chamber. In a simple model, assuming a constant 
density in the cross-section between rod and cluster jet, this 
pressure increase is directly proportional to the total hydrogen 
mass flow dm/dt into this vacuum chamber. This allows a direct 
target density determination according to: 



dm/dt 
Av 



(2) 



Here A corresponds to the cross-section of the cluster beam 
in the scattering chamber, which can be determined by beam- 
profile measurements using the movable rods, and v is the 
mean velocity of the cluster jet. An example of such a beam 
profile measurement is shown in Fig. [TO] Since this simple 



model cannot be used for the analysis of this measured pressure 
increase, the volume and areal density can be deduced by 
assuming a certain volume density distribution Pz(x\y') at the 
specific distance z from the nozzle. The vacuum pressure p(x) 
as a function of the position x of the rod can be calculated from: 

^ M Jx-xo-d/2 J-oo 

where v is the mean velocity of the clusters, R the universal gas 
constant, T the temperature of the gas, M the molar mass of 
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position of rod in y direction / mm 

Figure 10: Measured pressure in the scattering chamber as a function of the 
position of the vertical rod (diameter: one millimetre) shown in Fig. [9] The 
solid line represents a fit assuming a homogeneous radial volume density of the 
scanned cluster jet with sharp boundaries while the dashed curve represents a 
fit to a Fermi-like density distribution expressed in Eq. ([6|. The insert shows 
the radial volume density distributions corresponding to the drawn lines in the 
pressure distribution. 




Figure 12: Detection system used for the generation of the stop signal of the 
TOF measurements. 



the hydrogen molecules, S the pumping speed of the vacuum 
pumps used to evacuate the scattering chamber, d the diameter 
of the scanning rod (here: d = I mm), xq the displacement 
of the maximum of the volume distribution with respect to the 
coordinate system of the rod, and p\) the background pressure 
in the chamber. By fitting Eq. ^ to the measured data, the 
volume density can be estimated. 

In order to be able to use Eq. ([3]), the mean velocity of the 
clusters has to be known. For this purpose a time-of-flight 
system (TOF) shown in Fig. [TT] was implemented. Behind the 
cluster source a pulsed electron gun 1 17 | is mounted, whose 
intensity can be reduced sufficiently to guarantee single cluster 
ionization. In coincidence with the pulse of the electron gun, a 
micro-controller-based timer is started. Due to the large mass 
of the clusters the eff'ect of the ionization process on the cluster 
velocity can be neglected and the ionized particles move with 
their original velocity to the stop detector located in the beam 
dump. Here the ionized clusters are detected by a Channeltron 



shown in Fig. 12 which provides the electronic signal used to 
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Figure 1 1 : Schematic diagram of the time-of-flight system used to measure the 
velocity of individual clusters. 



Stop the timer. Since neutral clusters were found to generate no 
signal, spectra with minimal background were obtained. 

Before starting systematic velocity measurements, the sys- 
tem was calibrated by means of TOF measurements using 
ionized hydrogen gas with precisely known kinetic energy and 
velocity of the ions 1 18 1. In Fig.[T3]the result of such a measure- 
ment is shown. In this spectrum four peaks can be identified, 
corresponding to three diff'erent hydrogen ions, namely H^, H2 , 
and H3 , and photons emitted from the ionized gas. By using 
several measurements with diff'erent acceleration voltages, the 
time off'set of the electronic system used and the length of the 
flight path could be determined. A length of 4.02(3) m was 
obtained, which agrees well with direct distance measurements. 
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Figure 13: Time-of-flight distribution of difl'erent hydrogen ions accelerated 
through a voltage of 100 V. The calibration source used to generate and 
accelerate the ions also emits photons that are visible in the spectrum. 
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Figure 14: Three examples of velocity distributions of hydrogen clusters mea- 
sured with the time-of-flight setup at different pressures po and temperatures Tq 
of the hydrogen before entering the nozzle. 



In addition a time resolution of around three microseconds was 
observed. This originates from the pulse width of the electron 
gun, as well as from the finite width of the energy distribution of 
the generated ions. The time resolution is therefore better than 
0. 1 % of the time-of-flight of a cluster, which is typically several 
milliseconds. By using this system, the velocity distribution 
could be measured and the mean velocity needed for the target 
thickness estimation extracted. 

Examples of the measured cluster velocity spectra are shown 
in Fig. [14] The frequency density distribution (ordinate) shown 
is obtained for three examples of hydrogen temperature and 
pressure by dividing the number of observed clusters Nf in 
the depicted velocity intervals by the total number of observed 
clusters N = Yj^i so that the integral over the displayed 
velocity range is equal to one. The three distributions represent 
difl'erent modes of operation of the cluster jet source. At the 
temperature and pressure of the displayed distribution with the 
highest mean velocity of 953 m/s, the hydrogen is gaseous in 
front of the nozzle. In this case the clusters are produced by 
condensation of the gas, leading to a narrow distribution with 
a width (Icr) of 5 m/s. The distribution with the lowest mean 
velocity of 191 m/s is observed for temperatures and pressures 
where the hydrogen is already in a liquid phase before entering 
the nozzle. Obviously here the clusters are produced by break 
up of the liquid jet injected into vacuum. As can be seen 
from the spectra obtained, this production mechanism leads 
to a much wider velocity distribution, on the order of 16 m/s 
(Icr). For temperatures and pressures near the phase transition 
(gas phase/liquid phase) preceding the nozzle, a double peak 
structure is observed with a narrow distribution with higher 
mean velocity on top of a broader distribution. This structure 
was already observed in Ref. (H at higher hydrogen pressures 
between 20 and 120 bar and interpreted as a production of 
clusters from a liquid/gas mixture. A more detailed presentation 
of the observed distributions can be found in mi|T9]|. Further- 
more, quantitative numerical calculations of the mean velocities 



Figure 15: Mean velocity of the clusters as a function of the hydrogen temper- 
ature at the inlet of the Laval nozzle at a constant input pressure of 17 bar. 
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Figure 16: Dependence of the mean cluster velocity on the pressure at the inlet 
of the nozzle at a constant temperature of 25 K. 



as function of the pressure po and temperature Tq have been 
performed |[T8ll20ll . 

3. Results 

The diagnostic system described allows systematic studies 
on the cluster velocities and target beam thicknesses. In Fig. [15 
the mean velocity is shown as a function of the temperature 
of the fluid before the nozzle at a constant pressure of 17 bar. 
Since this pressure is above the critical pressure of hydrogen, 
12.964 bar [21 1, the phase change at the critical temperature 
of 33.145 K is continuous. The mean velocities displayed 



in Fig. 16 were measured at a constant temperature of 25 K 
as a function of the hydrogen pressure. In both cases the 
uncertainties are smaller than the symbol size. To perform 
systematic measurements on cluster beam densities at the same 
pressures and temperatures shown in these two graphs, the 
pressure increase was recorded as a function of the position of 



one of the rods in the scattering chamber. In Fig. 10 one of 
these pressure profiles is presented. 
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Figure 17: Volume density po and target thickness nj as a function of the 
hydrogen temperature at the inlet of the Laval nozzle at a constant gas pressure 
of 17 bar, assuming a Fermi-like volume density distribution. 



Figure 18: Dependence of the volume density po and target thickness nj on the 
pressure at the inlet of the nozzle at a constant temperature of 25 K, assuming a 
Fermi-like volume density distribution. 



In order to describe the pressure profile, two diff'erent models 
were used which both assume a rotationally invariant volume 
density distribution; p(r) = po p(r), where po is the maximum 
volume density and r = ^x^^T/^ is the distance to the centre 
of the distribution, and p(r = 0) = 1 . In this case the areal target 
thickness in units of number of atoms per square centimetre is 
given by 

2Na 

riT = —— p(r) dr (4) 
j^y^a Jo 

with the molar mass of the gas atoms Ma and the Avogadro 
constant Na- The first model represents the simplest situation 
and assumes a homogeneous density distribution with a sharp 
edge at a radius R, where 



. , /po f or r<R 
10 for r>R. 



(5) 



The solid line in Fig. [TO] represents a fit to the data based on 
this model. The corresponding volume density distribution is 
shown as an inset in this figure. Obviously this simple model 
is not able to describe sufficiently well the observed density 
distribution. The second model uses an empiric ansatz with a 
Fermi-like function to describe the volume density distribution 

PFermi(r) = pO ^exp(-^) + 1 j / ^exp(^— -^) + 1 j , (6) 

with the beam radius R and the parameter s describing the 
boundary smearing of the distribution. This type of distribution 
leads to a prediction for the pressure increase shown by the 
dashed line in the figure. It is clearly seen that the data can 
be described with high accuracy using this kind of distribution. 
The reduced values of ;^^/ndf were found to be in the range 
between 0.5 and 2. 

Based on the parameters obtained by fitting the Fermi-like 



volume density distribution to the measured data. Figs. 17 
and [18] show the values found for the maximum volume den- 
sity and for the areal target thickness. At a distance of 



about two metres behind the nozzle, a target thickness of 
(8.1 ± 0.3) X 10^"^ atoms/cm^ combined with a target beam di- 
ameter (2R) of approximately nine millimetres was achieved. 
In agreement with earlier results, the isobaric data show a strong 
correlation between the target thickness and the temperature. 
The target thickness can be easily varied in a range between 
10^^ and 8 x 10^^ atoms/cm^ by choosing a hydrogen temper- 
ature in the region between 20 and 50 K. On the other hand, 
changes in the gas pressure do not affect the target thickness as 
significantly. 

Figure [18] shows a result of such a measurement that was 
performed at a constant nozzle temperature of 25 K. In the 
pressure region between 5 and 19 bar, the target thickness 
increases by less than one order of magnitude. These two 
measurements indicate the relevance of the variation of the gas 
parameters e.g. in hadron physics experiments. By adjusting 
the nozzle temperature one can choose the order of magnitude 
of the density. Depending on the heating power and the mass 
of the nozzle holder the variation of the nozzle temperature and 
the approach to a stable situation is on the order of minutes. 
Instead, the density of the target can be varied within seconds 
by changing the pressure of the incoming hydrogen. Therefore, 
the variation of this parameter is highly suited for a real time 
adjustment of the target thickness. This might be of interest for 
adjustments of the luminosity in real time and can be used to 
compensate for the loss of beam particles in order to achieve a 
constant luminosity. The ffuctuations seen in both figures can 
be attributed to a change in the emission angle of the cluster 
beam from the nozzle. Since these fluctuations are reproducible 
and stable in time it is possible to measure the target thickness 
as function of the gas pressure and the temperature at the inlet 
of the nozzle. This mapping can be used for the adjustment 
of the luminosity. Furthermore, a nozzle tilting system, as it is 
discussed below, will allow to smooth the observed fluctuations. 

Below a nozzle temperature of about 25 K a brightness struc- 
ture was observed in the beam, as can be seen in Fig.|7] Surpris- 
ingly these structures, which are regions with different cluster 
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jet densities, are not symmetrically distributed with respect to 
the cluster beam axis. Therefore, a dedicated mechanical ad- 
justment system is currently under development 1 15 , 16] which 
allows to tilt the nozzle axis with respect to the skimmer axis 
during target operation. Recently, in first tests using a prototype 
of such a tilting system very high cluster beam densities have 
been achieved, i.e. approximately 2 x 10^^ atoms/cm^ (jit ~ 
1.6 X 10^^ atoms/cm^) at a distance of two metres behind the 
nozzle (/?o = 18.5 bar, Tq = 19 K). This result strengthens 
the assumption that the decrease of the cluster beam densities 
at temperature below 25 K (see Fig. [17]) is caused by structures 
within the cluster jet beam and can be compensated by an online 
alignment. Detailed systematic investigations on this aspect are 
currently performed. 

4. Summary 

To perform detailed measurements on cluster beam proper- 
ties a complete cluster target installation was built in Mtinster. 
This provides the possibility to test cluster jet sources in a 
geometry that matches the one to be used in future experiments 
such as PANDA/FAIR. By means of a time-of-flight setup based 
on electron impact ionization, systematic velocity studies on 
individual clusters are possible. The design and performance of 
a newly developed cluster jet source was presented. This new 
cluster source, which is a prototype for the PANDA experiment, 
is the first one that can provide routinely a hydrogen cluster 
target thickness of 8 x 10^^ atoms/cm^ at a distance of two 
metres behind the nozzle. Together with the high purity of 
its target material and the absence of a distinct time structure 
of the beam, this target is ideally suited for future internal 
fixed-target experiments at storage rings. Furthermore, an even 
higher target thickness of > 10^^ atoms/cm^ has been achieved 
by a dedicated nozzle tilting system. 
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